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Abstract We report the first simultaneous measurement of
surface-confined and solution fluorescence correlation spec-
troscopy (FCS). We use an optical configuration for tightly
focused excitation and separate detection of light emitted be-
low (undercritical angle fluorescence, UAF) and above (su-
percritical angle fluorescence, SAF) the critical angle of total
internal reflection of the coverslip/sample interface. This cre-
ates two laterally coincident detection volumes which differ in
their axial extent. While detection of far-field UAF emission
producesa standard confocal volume, near-field-mediated
SAF produces a highly surface-confined detection volume at
the coverslip/sample interface which extends only ~200 nm
into the sample. A characterization of the two detection vol-
umes by FCS of free diffusion is presented and compared with
analytical models and simulations. The presented FCS tech-
nique allows to determine bulk solution concentrations and
surface-near concentrations at the same time.
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Introduction
For the study of processes at surfaces and interfaces the stan-
dard confocal FCS has the immanent problem that the ellip-
soidal observation volume suffers from having a low axial
confinement. As a result, surface processes remain concealed
by the background produced by the bulk fluorescence.
Optical near fields have been succefully used to confine
observation volumes to interfaces. FCS has, for instance,
been performed using evanescent waves produced at opti-
cal nanostructures called zero-mode waveguides [1–3] or
more commonly using TIRF [4–7]. TIR-FCS uses
objective-type TIRF illumination to restrict the excitation
to a thin section less than 200 nm above the interface in
combination with standard confocal detection to ensurse
the lateral confinement of the detection volume. TIR-FCS
has proven very useful for the study of processes close to a
surface/solution interface. In theory, it can give access to a
number of properties, including local fluorophore concen-
trations and local fluorophore translational mobility [8], or
kinetic rate constants for reversible association of
fluorophores with the interface [9]. The determination of
these quantities by TIR-FCS, however, relies on the a priori
knowledge of the fluorescent solution concentration. In
many biological cases, though, such as the study of the
interaction of proteins with membranes or membrane pro-
teins, rely on the use of fluorescent fusion proteins whose
cellular expression levels are not precisely known [10].
While the advantages of SAF-CS have already been de-
scribed [11], in this report we provide an extension to the
technique which allows to perform FCS in close proximity
to the sample/solution interface as well as deeper in solu-
tion simultaneously.
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Results
We use make use of a previously reported custom setup and
microscope objective [12] (Fig. 1) for tighly focused,
undercritical angle excitation and parallel, well-separated col-
lection of SAF and UAF. SAF collection yields a highly
surface-confined detection volume, while UAF collection
yields a conventional confocal volume which extends deeper
into the sample. The simultaneous measurement of SAF and
UAF has been used for determining axial emitter positions
with nanometer accuracy [13] as well as to reduce artifacts
in membrane FCS related to a non-planar geometry of the
membrane [14].
Quantitive results in FCS rely on the size and shape of
the detection volume. The most common way of calibrating
the detection volume is to perform FCS on a fluorescent
species with known diffusion coefficient and concentration.
While the temporal decay of the autocorrelation function
(ACF) depends on the shape of the observation volume,
the amplitude of the ACF gives direct access to the size of
the detection volume through the relationship Veff = 1/
(G0×C). Here, Veff is the socalled effective volume, G0 the
amplitude of the ACF, and C the concentration of the sam-
ple. In turn, it is possible to determine concentrations of
fluorescent species with a calibrated effective volume. We
carried out diffusion measurements on the red fluorescent
dye Atto655 (in its carboxylic acid form, −COOH) which
has negligible triplet state contributions and a precisely de-
termined diffusion coefficient [15]. A difficulty when try-
ing to probe the detection volume at the coverslip/solute
interface by free diffusion arises from non-specific interac-
tion of the fluorophore with the coverslip glass. This flaws
the ACF in that it is shifted to longer decay times while the
amplitude is decreased. Accordingly, great care needs to be
taken for the preparation of the coverslip.
Figure 2 (bottom graph) shows the parallel detection of
SAF and UAF of a 10 nM solution of Atto655 with a
plasma-treated coverslip and at high ionic strength
(200 mM NaCl) to shield the electrostatic repulsion be-
tween the negatively charged dye (net charge of −1) and
the glass [16]. In comparison, Fig. 2 (top graph) shows the
intensity tracks of SAF and UAF using a non-plasma treat-
ed coverslip with pronounced non-specific adsorption. A
63° cut-off was used for SAF (critical angle for water/
glass: 61.9°).
Figure 3a shows the parallel FCS measurement with SAF
and UAF of freely diffusion Atto655. The amplitude (G0) of
the ACF for SAF was over thirty times larger than for UAF,
given the substantially larger detection volume (Fig. 2, inset).
The UAF ACF was fitted to the standard three-dimensional
Gaussian model (Eq. 1 from Ref. [11]) while the SAF ACF
was evaluated according to Eq. 5 from Ref. [11]. The average
of six separate FCS measurements, each with different lateral
positions on the coverslip and newly adjusted focus, gave an
effective volume Veff = 144.0 ± 1.3 aL for SAF and
Veff = 5.49 ± 0.07 fL for UAF. Notably, the relative error for
both the SAF and UAF effective volumes is around 1 %.
Theoretical values for Veff were calculated directly from the
observation volume spatial profile according to Eq. 23 in Ref.
[17] and gave Veff = 136.7 aL for SAF and Veff = 6.50 fL for
UAF, which is in good agreement with experimentally deter-
mined values.
The comparatively large effective volume for UAF is be-
cause we used the larger photosenstive area of the detector of
Fig. 1 Schematic of the optical setup
Fig. 2 SAF (red) and UAF (blue) intensity tracks with (a) and without
non-specific adsorption (b) to the coverslip glass. The sample was 10 nM
Atto655 in 200 mM NaCl. The excitation intensity was 13 μW
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180 μm diameter as a pinhole (corresponding to 4.5 Airy
units). This was to ensure that the excited area at the
coverslip/sample interface coincided with both detection vol-
umes to ensure that both SAF and UAF detection volumes
were interrogating the same area.
With SAF and UAF being measured in parallel we addi-
tionally evaluated the cross-correlation functions SAF⋆UAF
and UAF⋆SAF (Fig. 3b). We compared the experimental
cross-correlation functions with simulations and there was a
good agreement. Although amodel for the cross-correlation of
SAF and UAF currently lacks, it is conceivable that it contains
information on directional transport along the z-axis or irre-
versible binding processes.
It is possible to further axially confine the detection for SAF
by increasing the cut-off angle of fluorescence collection. For
this we show FCS measurements of freely diffusing Atto655
carried out with higher SAF cut-off angles. Experimental SAF
ACFs for cut-off angles of 66° and 70° are shown in Fig. 4.
Fig. 3 a Afterpulsing corrected SAF (red points) and UAF (blue points)
ACFs for free diffusion of a 10 nM solution of Atto655 fitted with their
respective models (lines) and the corresponding non-normalized ACFs
(inset). b Simulated (black line) and experimental cross-correlation func-
tions SAF ⋆ UAF (green line) and UAF ⋆ SAF (magenta line) for freely
diffusing Atto655. Laser power 13 μW, acquisition time 200 s
Fig. 4 Afterpulsing corrected SAFACFs for different SAF cut-off angles
of a 10 nM solution of Atto655 fitted with their respective models (solid
lines). Laser power 13 μW, acquisition time 200 s
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The experimentally determined effective volumes for SAF
were Veff = 114.5 ± 1.0 aL (theory: 112.2 aL) for the 66° and
Veff = 127.7 ± 4.2 aL (theory: 98.1 aL) for the 70° SAF-aper-
ture. While the decays of the SAFACFs are good agreement
with the analytical model, the experimental value for the 70°
aperture is significantly larger than the theoretical value–even
larger than compared to the 66° aperture. However, fluores-
cence collection this far above the fluorescence maximum at
the critical angle comes at a larger loss of fluorescence signal
and statistical accurracy and is therefore less practicable. For
freely diffusing Atto655 a countrate per molecule cpm of
54.4 kHz for SAF and 28.5 kHz for UAF was calculated for
a measurement using 67 μW excitation intensity. This corre-
sponds to a molecule brightness mB of 8.2 × 105 W−1 and
4.3 × 105 W−1 for SAF and UAF, respectively.
In summary, the first simultaneous measurement of
surface-near and solution FCS was described and a de-
tailed quantification of the custom optics by FCS was
provided. It is noteworthy that the method is not re-
stricted to our specialized optics. It could in principle
be performed with conventional high NA objectives as
the separate detection of SAF and UAF has already
been demonstrated [18]. Our approach can be used for
measuring weak or transient interactions at surfaces or
membranes with unknown solution concentrations by
FCS.
Open Access This article is distributed under the terms of the Creative
Commons At t r ibut ion 4 .0 In te rna t ional License (h t tp : / /
creativecommons.org/licenses/by/4.0/), which permits unrestricted use,
distribution, and reproduction in any medium, provided you give appro-
priate credit to the original author(s) and the source, provide a link to the
Creative Commons license, and indicate if changes were made.
References
1. Rigneault H, Capoulade J, Dintinger J, Wenger J, Bonod N, Popov
N, Ebbesen TW, Lenne PF (2005) Enhancement of single-molecule
fluorescence detection in subwavelength apertures. Phys Rev Lett
95:117401
2. Leutenegger M, Gösch M, Perentes A, Hoffmann P, Martin OJF,
Lasser (2006) Confining the sampling volume for fluorescence cor-
relation spectroscopy using a sub-wavelength sized aperture. Opt
Express 14:956–969
3. Samiee KT, Moran-Mirabal JM, Cheung YK, Craighead HG
(2006) Zero mode waveguides for single-molecule spectroscopy
on lipid membranes. Biophys J 90:3288–3299
4. Schwille P (2003) TIR-FCS: staying on the surface can sometimes
be better. Biophys J 85:2783–2784
5. Hassler K, Leutenegger M, Rigler P, Rao R, Rigler R, Gösch M,
Lasser T (2005) Total internal reflection fluorescence correlation
spectroscopy (TIR-FCS) with low background and high count-
rate per molecule. Opt Express 13:7415–7423
6. Ries J, Petrov EP, Schwille P (2008) Total internal reflection fluo-
rescence correlation spectroscopy: effects of lateral diffusion and
surface-generated fluorescence. Biophys J 95:390–399
7. Thompson NL, Navaratnarajah P, Wang X (2010) Measuring sur-
face binding thermodynamics and kinetics by using total internal
reflectionwith fluorescence correlation spectroscopy: practical con-
siderations. J Phys Chem B 115:120–131
8. Starr TE, Thompson NL (2002) Local diffusion and concentration
of IgG near planar membranes: measurement by total internal re-
flection with fluorescence correlation spectroscopy. J Phys Chem B
106:2365–2371
9. Lieto AM, ThompsonNL (2004) Total internal reflection with fluo-
rescence correlation spectroscopy: fon-fluorescent competitors.
Biophys J 87:1268–1278
10. Briddon SJ, Middleton RJ, Cordeaux Y, Flavin FM, Weinstein JA,
George MW, Kellam B, Hill SJ, Black JW (2004) Quantitative
analysis of the formation and diffusion of a1-adenosine receptor-
antagonist complexes in single living cells. Proc Natl Acad Sci U S
A 101:4673–4678
11. Ries J, Ruckstuhl T, Verdes D, Schwille P (2007) Supercritical
angle fluorescence correlation spectroscopy. Biophys J 94:221–229
12. Ruckstuhl T, Verdes D, Winterflood CM, Seeger S (2011)
Simultaneous near-field and far-field fluorescence microscopy of
single molecules. Opt Express 19:6836–6844
13. Winterflood CM, Ruckstuhl T, Verdes D, Seeger S (2010)
Nanometer axial resolution by three-dimensional supercritical
angle fluorescence microscopy. Phys Rev Lett 105:108103
14. Winterflood CM, Ruckstuhl T, Reynolds NP, Seeger S
(2012) Tackling sample-related artifacts in membrane FCS
using parallel SAF and UAF detection. ChemPhysChem 13:
3655–3660
15. Dertinger T, Pacheco I, von der Hocht I, Hartmann R, Gregor I,
Enderlein J (2007) Two-focus fluorescence correlation spectrosco-
py: a new tool for accurate and absolute diffusion measurements.
ChemPhysChem 8:433–443
16. Blom B, Hassler K, Chmyrov A, Widengren J (2010) Electrostatic
interactions of fluorescent molecules with dielectric interfaces stud-
ied by total internal reflection fluorescence correlation spectrosco-
py. Int J Mol Sci 11:386–406
17. Hess ST, Webb WW (2002) Focal volume optics and experimental
artifacts in confocal fluorescence correlation spectroscopy. Biophys
J 83:2300–2317
18. Barroca TS, Balaa K, Lévêque-Fort S, Fort E (2012) Full field near
field optical microscope for cell imaging. Phys Rev Lett 108:
218101
756 J Fluoresc (2016) 26:753–756
